	Potential Zones of Entrapment
	Zone 1
Within the Rail
	Zone 2
Under  the Rail Between the rail supports or Next to a Single Rail Support 
	Zone 3 

Between the Rail and the Mattress
	Zone 4 

Under the Rail, at the  Ends of the Rail 
	Zone 5 
Between Split Bed Rails 
	Zone 6
Between the End of the Rail and the Side Edge of the Head or Foot Board 


	Zone 7 
Between the Head and Foot Board and the Mattress
	

	
	P =  Pass

F = Fail

	P =  Pass

F = Fail

	P =  Pass

F = Fail

	P =  Pass

F = Fail

	P =  Pass

F = Fail

	P =  Pass

F = Fail

	P =  Pass

F = Fail

	SCORE
P = Pass 

F = Fail 

	
	
	
	
	
	
	
	
	

	7.  Latches securing beds rails should be stable so that the bed rails will fall off if shaken. 
	
	
	
	
	
	
	
	

	8.  Older bed rail deigns that have tapered or winged ends are not appropriate for use with patients assessed to be at risk for entrapment. 
	
	
	
	
	
	
	
	

	9.  Maintenance and monitoring of the bed, mattress and accessories such as patient / caregiver assist items should be ongoing.  
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